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STRmix Implementation and Internal Validation-2015 1 

Erie County Central Police Services Forensic Laboratory 2 

In-house studies were undertaken to configure, implement and validate STRmix software V2.3.  STRmix is a 3 

software system that applies a fully continuous approach to DNA mixture profile interpretation.  It standardizes 4 

the analysis of profiles within a laboratory by using estimates of variance of electropherograms derived from 5 

DNA profiling data.  The software was developed and is supported by the Institute of Environmental Science and 6 

Research Limited, New Zealand (ESR).  Selected published peer reviewed articles describing the development 7 

and research of STRmix can be found in the References Section.  A broader selection of related published articles 8 

can be found in the STRmix User’s Manual and in the Developmental Validation Studies4 paper. 9 

Background 10 

Manufacturer supplied guidelines were followed.  Specific formulas and spreadsheets to be used can be found 11 

in: STRmix V2.3 Implementation and Validation Guide, December 11, 20141, issued by the Institute of 12 

Environmental Science and Research Limited.  Additional guidance can be found in the STRmix V2.3 User’s 13 

Manual, February 2, 20152.  Additionally, SWGDAM Guidelines for the Validation of Probabilistic Genotyping 14 

Systems Draft for Public Comment 03/16/20153 were followed. 15 

STRmix has been previously subjected to developmental validation.  This involved, in part, the “by hand” 16 

confirmation of the calculations behind the software.  The results of the developmental validation are included 17 

in the STRmix User’s Manual.  In addition, a summary of the developmental validation is discussed in Taylor et 18 

al.6 19 

Laboratory specific parameters to be determined prior to use of STRmix include: 20 

1. Analysis threshold (PAT) 21 

2. Stutter ratios 22 

3. Drop-in parameters 23 

4. Saturation 24 

5. Peak height variance 25 

6. Hyper-parameter for the variance of locus specific amplification effects (LSAE) 26 

These parameters need to be defined for each STR kit, each protocol and CE Platform.  The values need to be 27 

updated each time there is a significant change to the platform such as a camera or laser change. 28 

The STRmix software suite uses Model Maker V2.3 to determine the optimal allele variance, stutter variance and 29 

locus specific amplification efficiency parameters to use.  This is based on data generated by the laboratory and 30 

is instrument platform specific for each STR multiplex employed. 31 

All samples were extracted using standard in-house extraction protocols.  Samples were then quantified using 32 

Life Technologies Quantifiler Kit.  All samples were subsequently amplified using the Life Technologies Identifiler 33 

Plus STR kit (29 cycles) and run on the 3500 Genetic Analyzer platform. 34 

Analysis Thresholds 35 
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An analytical threshold of 60RFU was applied to the data.  This value was previously determined to be the 36 

maximum Peak Amplitude Threshold (PAT) for the Identifiler Plus Kit using the 3500 Genetic Analyzer platform.  37 

The value was determined during a previous in-house validation study undertaken prior to the implementation 38 

of the Identifiler Plus Kit.  The in-house Identifiler Plus on the 3500 Genetic Analyzer Validation Study was 39 

reviewed and approved during a previous external DAB audit. 40 

Stutter 41 

Two stutter parameters within STRmix require optimization.  The first is the maximum allowable stutter and the 42 

second is a stutter file used to model the expected heights of the stutter alleles assigned by STRmix.  102 profiles 43 

were analyzed to determine stutter values.  Observed stutter values for each heterozygote and homozygote 44 

allele were calculated.  The following parameters were determined and applied to the STRmix software. 45 

1. The maximum allowable stutter ratio permitted is set to 0.3. 46 

2. The stutter values to be applied to the software can be found in Table 1, below.   47 

3. Appendix 1 of the Estimation of STRmix Parameters for Erie County Central Police Services2 contains the 48 

graphical representations of the values in Table 1. 49 

Table 1.  Erie County Identifiler Plus 29 cycle stutter values for STRmix™ 50 

Locus Intercept Slope 

D8S1179 0.0077 0.00418 

D21S11 -0.0952 0.00554 

D7S820 -0.0488 0.00927 

CSF1PO -0.0451 0.00906 

D3S1358 -0.0493 0.00827 

TH01 0.00356 0.00297 

D13S317 -0.0469 0.00869 

D16S539 -0.0511 0.00975 

D2S1338 -0.0178 0.00464 

D19S433 -0.0639 0.0102 

vWA -0.0961 0.0103 

TPOX -0.0179 0.00568 

D18S51 -0.0358 0.00765 

D5S818 -0.0302 0.00828 

FGA -0.0574 0.00603 

 51 

  52 



Erie County Forensic Laboratory STRmix Validation-2015 Page 3 of 41 
 

Drop-in Parameters 53 

Within STRmix, drop-in is modelled using a gamma distribution.  The maximum observed drop-in height of 97RFU 54 

was applied.   55 

Using the Gamma Model v2.3 Drop-in Calculator described in the Validation Guidelines, the calculated drop-in 56 

parameters of (4.00, 12.00) with a Drop-in Frequency of 0.0019, were applied to the data.  57 

Saturation 58 

A maximum saturation value of 20,883 RFU was applied to the data.  Laboratory testing of samples amplified up 59 

to 4 ng of DNA found the instrument to be linear up to this concentration.  This amount of amplified DNA yielded 60 

a maximum RFU of 20,883.  4 ng of amplified DNA is 8 times the target DNA for Identifiler Plus in this Laboratory 61 

and is not observed for casework samples.  The saturation value is used to correct for any observed RFU’s that 62 

exceed the instrument’s CCD saturation point.  STRmix will adjust any RFU readings above this value qualitatively, 63 

not quantitatively. 64 

Figure 1. 3500 Saturation Experiment. 65 

 66 

Peak Height Variance, Stutter Variance and LSAE using Model Maker 67 

This was calculated by the Institute of Environmental Science and Research Limited using data supplied by the 68 

Laboratory.  94 single-source samples were amplified with Identifiler Plus using established Laboratory protocols 69 

and were analyzed in GeneMapper IDx.  The profiles ranged from full to low level, partial profiles.  For this data, 70 

the V2.3 Model Maker function was used.  The following values will be used in the software: 71 
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Allelic Variance is: (6.674, 0.732) 72 

Stutter Variance is: (8.022, 0.892) 73 

LSAE Variance is: 0.0098 74 

 Default STRmix Parameters 75 

Parameters based on the above experimental data were entered as default values to be used in all subsequent 76 

internal validation studies and in actual casework once STRmix is implemented.  Default settings for STRmix v2.3 77 

are controlled in 2 windows.  Figure 2 shows the default General Settings.  Figure 3 shows the default values for 78 

the Identifiler Plus DNA Profiling Kit Settings. 79 

Figure 2.  Default STRmix General Settings. 80 

 81 

Figure 3.  Default STRmix Identifiler Plus Kit Settings. 82 
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 83 

  84 
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Internal Validation 85 

The following internal validation studies are written following the format used in the document: SWGDAM 86 

Guidelines for the Validation of Probabilistic Genotyping Systems Draft for Public Comment 03/16/20153.  Texts 87 

written in italics are quotes from the SWGDAM document.  The Laboratory’s data and/or response to the specific 88 

guideline will follow each SWGDAM standard.  89 

4.1 The laboratory should test the system using representative data generated in-house with the 90 

amplification kit, detection instrumentation and analysis software used for casework.  Additionally, some studies 91 

may be conducted by using artificially created or altered input files to further assess the capabilities and 92 

limitations of the software. 93 

All testing was done using the Identifiler Plus Amplification Kit.  Samples were run on the 3500 Genetic Analyzer 94 

platform and subsequently analyzed using GeneMapper IDx v1.4.  The GeneMapper stutter filter is turned off 95 

prior to generation of the corresponding GeneMapper Table for use by STRmix. 96 

4.1.1 Specimens with known contributors, as well as case-type specimens that may include unknown 97 

contributors. 98 

Casework specimens from adjudicated cases were run under standard conditions.  This data is shown in 4.2.1.1 99 

on page 9. 100 

Mixtures were prepared in-house using extracted buccal swabs from staff members.  Various combinations of 2 101 

person, 3 person and 4 person mixtures were prepared at different dilutions, as indicated below.  The mixtures 102 

were amplified using Identifiler Plus and run on the 3500 Genetic Analyzer using standard conditions.  All 103 

resulting DNA profiles were subsequently analyzed using GeneMapper IDx and the resulting GeneMapper Table 104 

was exported for use by STRmix.  Following deconvolution by STRmix, various hypotheses were tested.  All data 105 

related to these sample sets are shown under 4.1.2.  106 

Experimental Design – Mixture Preparation Set 1 107 

Six mixtures of known contributors were prepared in-house.  The following concentrations, ratios, and 108 
dilutions were made and analyzed with STRmix.  Set 1 was also used for the Sensitivity and Specificity 109 
Experiments. 110 
 111 

1) Mixture Series 1 – A 4:3:2:1 mixture was prepared to cause the minor contributor to decrease from 100, 112 
50, 25, 12.5, and 6.25 pg of DNA.  The following contributors were used in the following proportions; 113 
4(S1-female):3(S2-male):2(S3-female):1(S4-male).  The concentrations of all four contributors were first 114 
diluted to 100 pg/µl (0.100 ng/µl) and then 4 µl of S1, 3 µl of S2, 2 µl S3, and 1 µl of S4 were combined 115 
for a final volume of 10 µl.  This sample was then either amplified directly or diluted accordingly. 116 
 117 

2) Mixture Series 2 – A 1:1:1:1 mixture was prepared and diluted from 400, 200, 100, 50, 25, to 12 pg of 118 
DNA.  The same contributors we used as in mixture 1.  The concentrations of all four contributors were 119 
first diluted to 160 pg/µl (0.160 ng/µl).  2.5 µl of each contributor were then combined for a final volume 120 
of 10 µl.  This sample was then either amplified directly or diluted accordingly. 121 
 122 
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3) Mixture Series 3 – A 3:2:1 mixture was prepared to cause the minor contributor to decrease from 100, 123 

50, 25, 12.5, and 6.25 pg of DNA.  The following contributors were used in the following proportions; 124 

3(S2-male):2(S3-female):1(S4-male).  The concentrations of all three contributors were first diluted to 125 

100 pg/µl (0.100 ng/µl) and then 5 µl of S2, 3.3 µl S3, and 1.7 µl of S4 were combined for a final volume 126 

of 10 µl.  This sample was then either amplified directly or diluted accordingly. 127 

 128 

4) Mixture Series 4 – A 1:1:1 mixture was prepared and diluted from 400, 200, 100, 50, 25, to 12 pg of 129 

DNA.  The same contributors we used as in mixture 3.  The concentrations of all three contributors were 130 

first diluted to 160 pg/µl (0.160 ng/µl).  3.33 µl of each contributor were then combined for a final 131 

volume of 10 µl.  This sample was then either amplified directly or diluted accordingly. 132 

 133 

5) Mixture Series 5 – A 2:1 mixture was prepared to cause the minor contributor to decrease from 100, 50, 134 

25, 12.5, and 6.25 pg of DNA.  The following contributors were used in the following proportions; 2(S3-135 

female):1(S4-male).  The concentrations of both contributors were first diluted to 100 pg/µl (0.100 136 

ng/µl) and then 6.66 µl S3 and 3.33 µl of S4 were combined for a final volume of 10 µl.  This sample was 137 

then either amplified directly or diluted accordingly. 138 

 139 

6) Mixture Series 6 – A 1:1 mixture was prepared and diluted from 400, 200, 100, 50, 25, to 12 pg of DNA.  140 

The same contributors we used as in mixture 5.  The concentrations of both contributors were first 141 

diluted to 160 pg/µl (0.160 ng/µl).  5 µl of both contributors were then combined for a final volume of 142 

10 µl.  This sample was then either amplified directly or diluted accordingly. 143 

 144 

Experimental Design – Mixture Preparation Set 2 145 

1) Mixture Series 1 – A dilution series of two contributors was prepared using DNA extracted from two 146 

staff members (S3-female and S5-male).  The series of dilutions were adjusted so that approximately 0.5 147 

ng of total DNA was amplified: 1:1, 1:2, 1:3, 1:5, 1:10, 2:1, 3:1, 5:1, 10:1.  Additionally, a set of samples 148 

was prepared consisting of 50 pg of each contributor and 100 pg of each contributor. 149 

2) Mixture Series 2 – Mixtures of three contributors were prepared using DNA extracted from three staff 150 

members (S6-female, S7-male, S8-female).  The dilutions were adjusted so that approximately 0.5 ng  of 151 

total DNA was amplified: 1:1:1, 3:1:1, 3:1:0.5, 3:1.5:1.  Additionally, a set of samples was prepared 152 

consisting of 50 pg of each contributor and 100 pg of each contributor. 153 

3) Mixture Series 3 – Mixtures of four contributors were prepared using DNA extracted from four staff 154 

members (S6-female, S7-male, S8-female, S9-female).  The dilutions were adjusted so that 0.5 ng of total 155 

DNA was amplified: 1:1:1:1, 3:1:1:1, 3:2:1:0.5. 156 

 157 

4.1.2 Hypothesis testing with contributors and non-contributors. 158 

 4.1.2.1 The Laboratory should evaluate more than one set of hypotheses for individual evidentiary 159 

profiles to aid in the development of policies regarding the formulation of hypotheses. 160 
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Various hypotheses were tested using selected samples from the Mixture Set 1.  The following hypotheses were 161 

tested for the first set of data below seen in Figures 4-9.  The results demonstrate that the LR will decrease as 162 

the amount of template DNA decreases, where Hp is true (non-contributors).  This is intuitively correct based on 163 

our training and experience with Identifiler Plus. 164 

Hp: For each dilution series, the DNA originated from the person of interest and N-1 unknown individuals. 165 

Hd: For each dilution series, the DNA originated from N unknown contributors. 166 

(where N is the number of contributors) 167 

Figure 4. Two person mixture effect of DNA concentration on the LR at a 2:1 ratio.  168 

   169 

 170 

  171 
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Figure 5.  Two person mixture effect of DNA concentration on the LR at a 1:1 ratio. 172 

 173 

 174 

Figure 6.  Three person mixture effect of DNA concentration on the LR at a 3:2:1 ratio. 175 

 176 

  177 
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Figure 7.  Three person mixture effect of DNA concentration on the LR at a 1:1:1 ratio. 178 

 179 

 180 

Figure 8.  Four person mixture effect of DNA concentration on the LR at a 4:3:2:1 ratio. 181 

 182 

  183 
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Figure 9.  Four person mixture effect of DNA concentration on the LR at a 1:1:1:1 ratio. 184 

 185 

 186 

 187 

4.1.3 Variable DNA typing conditions. 188 

The Laboratory does not use alternative amplification or electrophoresis conditions to increase or decrease the 189 

detection of alleles. 190 

4.1.4 Allelic peak height, to include off-scale peaks. 191 

STRmix models peak height.  Allelic peak height variations (varying amounts of input DNA) were tested as part 192 

of the mixture study.  The data above demonstrates that variations in the peak heights of different contributors 193 

will change the resulting weights of the genotype combinations that are assigned during the MCMC.  Off-scale 194 

peaks were not tested since this Laboratory does not amplify extremely excessive amounts of DNA. 195 

4.1.5 Single-source specimens. 196 

The data for this experiment is shown in 4.2.1.2 under the heading “Check of the LR”.  It can be seen that based 197 

on single source samples, the resulting LR generated by STRmix is consistent with a manually calculated LR. 198 

4.1.6  Mixed specimens. 199 

 4.1.6.1 Various contributor ratios. 200 
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Mixtures of varying ratios were run as described in 4.1.1.  The mixtures were amplified using the above protocols.  201 

The resulting GeneMapper Tables were exported for analysis using STRmix.   202 

A test of the weights was conducted by analyzing a two person mixture series.  A set of 2 person mixtures was 203 

prepared at the following ratios: 1:1, 1:2, 1:3, 1:5, 1:10 and the reverse.  The samples were run through STRmix 204 

under the following hypotheses: Hp: The suspect and one unknown are contributors to the DNA mixture 205 

     HD: Two unknown individuals are contributors to the DNA mixture 206 

The resulting Log (LR) for the major contributor was plotted against the Mixture Ratio.  The results can be seen 207 

in Figure 10. 208 

Figure 10.  Plot of 2 person mixtures consisting of various ratios versus the Log of the LR. 209 

 210 

A second test of the weights for mixtures was conducted by analyzing 3 and 4 person mixtures.  A set of 3 and 211 

4 person mixtures were prepared as follows:  212 

3 Person: 1:1:1, 3:1:1, 3:1:0.5, 3:1.5:1 213 

4 Person: 1:1:1:1, 3:1:1:1, 3:2:1:0.5 214 

The samples were run through STRmix under the following hypotheses:   215 

Hp: The suspect and N-1 individuals are contributors to the DNA mixture 216 

HD: N unknown individuals are contributors to the DNA mixture 217 

Where N is the number of contributors to the mixture. 218 

 219 
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The resulting Log (LR) for the major contributor was plotted against the Mixture Ratio.  The results can be seen 220 

in Figure 11. 221 

Figure 11.  Plot of 3 and 4 person mixtures consisting of various ratios versus the Log of the LR. 222 

 223 

  224 

The data above demonstrate that the weights obtained from the STRmix deconvolution are intuitively correct.  225 

Where the proportions of DNA from the individual contributors is similar (eg 1:1:1) peak heights are no longer 226 

informative and therefore individual contributor genotypes are not able to be resolved.  It is most pronounced 227 

in the 3 and 4 person mixtures. 228 

4.1.6.2 Various total DNA template quantities. 229 

Check of the Weights 230 

A dilution series of a single source profile was run.  The resulting LR for the known contributor was calculated 231 

for each dilution.  The data were plotted as the Log(LR) versus DNA Concentration.  The results can be seen in 232 

Figure 12, below.  The data demonstrates the expected drop in LR that is seen with decreasing drop in the 233 

quantity/quality of DNA. 234 

  235 
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Figure 12.  Plot of the DNA Concentration vs Log LR. 236 

 237 

The Log(LR) versus the number of alleles was also plotted and can be found in Figure 13, below.  The results 238 

demonstrate an increasing LR as the number of alleles increases. 239 

  240 
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Figure 13.  Plot of the Number of Alleles vs Log LR. 241 

 242 

 243 

 244 

 4.1.6.3 Various numbers of contributors. 245 

Mixtures were run at varying ratios and concentrations as indicated in 4.1.1.  The data is shown in the graphs 246 

below and was also reported above.  2 person and 3 person mixtures were deconvoluted in STRmix using N and 247 

N+1 contributors.  4 person mixtures were only run in STRmix at N contributors.  It is Laboratory policy to not 248 

deconvolute or generate a statistical comparison for mixtures that contain more than 4 contributors.  The data 249 

in Figures 14 and 15 are the same as that in Figures 10 and 11 above.  They are repeated here to allow for easy 250 

comparison versus the N+1 data which follows in 4.1.6.4. 251 

  252 
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Figure 14.  2 person mixture test-Log LR, Person of interest versus mixture.  Mixtures consist of a range of 253 

ratios and are from Mixture Set 2. 254 

 255 

Figure 15. 3 and 4 person mixture test-Log LR, Person of Interest versus mixture.  Mixtures consist of various 256 

ratios and are from Mixture Set 2. 257 

 258 

   259 

 260 
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 4.1.6.4 Over and Under estimation of the number of contributors. 262 

Selected 2 person, 3 person and 4 person mixtures that were previously described above were deconvoluted 263 

using STRmix.  STRmix was configured with the number of contributors set at N, N-1 and N+1, were N equals the 264 

true number of contributors.  Evaluation of the results found that for 2, 3 and 4 person mixtures, STRmix did not 265 

generate data when the number of contributors was set to N-1.  That is, the profiles could not be explained by 266 

a reduced number of contributors (N-1) and therefore STRmix did not run. 267 

The N+1 data can be seen in Figures 16 and 17.  Figure 16 shows the results of running 2 person mixtures from 268 

Mixture Set 2 with 3 contributors set in STRmix.  Figure 17 shows the results of running 3 person mixtures from 269 

Mixture Set 2 with 4 contributors set in STRmix. 270 

It can be seen in Figure 16 that there is a significant decrease in the Log(LR) in the samples in which it is typically 271 

more difficult to deconvolute.  The samples exhibiting the greatest reduction in LR are the 1:1 ratio mixtures. 272 

Figure 17 also shows a significant decrease in the Log(LR) in the samples that exhibit the greatest difficulty in 273 

deconvolution.  These are the samples that are 1:1:1 and include very low level DNA samples that exhibit dropout 274 

(50pg and 100pg samples).  The LR reported for Donor #1 was highest in the mixtures where Donor #1 was the 275 

higher contributor to the mixture (3:1:1, 3:1.5:1, 3:1:0.5). 276 

The reduction in LR is expected as STRmix has to ‘create’ an additional but unseen contributor.  This N+1 277 

contributor must share alleles with the known contributors.  This increases the number of genotype 278 

combinations that STRmix considers thus diffusing the weights resulting in lower LR values. 279 

Figure 16.  2 person mixtures run as 3 contributors from Mixture Set #2. 280 

 281 
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Figure 17.  3 person mixtures run as 4 contributors from Mixture Set #2. 282 

 283 

 4.1.6.5 Sharing of alleles among contributors. 284 

The mixtures that were set-up for the above experiments consisted of samples prepared from staff members.  285 

An examination of the maximum number of alleles expected for the mixtures is shown in Table 2 and Table 3.  286 

This demonstrates that the in-house prepared mixtures had loci in which the various contributors shared alleles.  287 

This is designed to test STRmix’s ability to deconvolute a mixture where there is allele sharing.  Based on the 288 

data presented in the graphs for Mixture Set 1 and Mixture Set 2, STRmix is capable of correctly deconvoluting 289 

when there is allele sharing between the various contributors. 290 

  291 
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Table 2. Allele sharing in Mixture Set 1. 292 

Mixture Set 1 

2 Person Mixture 3 Person Mixture 4 Person Mixture 

Alleles 
per 
Locus 

locus 
Count 

Alleles 
per 
Locus 

Locus 
Count 

Alleles 
per 
Locus 

Locus 
Count 

1 1 1 0 1 0 

2 3 2 2 2 0 

3 6 3 3 3 4 

4 5 4 6 4 4 

    5 2 5 3 

    6 2 6 3 

        7 1 

 293 

 294 

Table 3. Allele sharing in Mixture Set 2. 295 

Mixture Set 2 

2 Person 3 Person 4 Person 

Alleles 
per 
Locus 

locus 
Count 

Alleles 
per 
Locus 

Locus 
Count 

Alleles 
per 
Locus 

Locus 
Count 

1 1 1 0 1 0 

2 3 2 0 2 0 

3 6 3 6 3 4 

4 5 4 6 4 4 

    5 2 5 5 

    6 1 6 1 

        7 0 

        8 1 

 296 

 297 

4.1.7 Partial profiles, to include the following: 298 

 4.1.7.1 Allele and locus dropout 299 

 4.1.7.2 DNA degradation 300 

 4.1.7.3 Inhibition 301 

Selected mixture DNA profiles, from Mixture Set 1 above, were degraded in silico to mimic samples with allele 302 

and locus dropout, DNA degradation and partial inhibition. 303 
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Inhibited/Degraded Experiment 304 

Six mixtures of known contributors previously prepared in house were artificially degraded/inhibited.  The 305 
resulting profiles were consistent with those seen in actual casework that exhibit allele and locus dropout, DNA 306 
degradation and or inhibition. 307 
 308 

1) Scenario 1 – A two person mixture of S3 and S4 was used at a 2:1 ratio and a concentration of 200:100 309 
pg respectively.  S4 was degraded and S3 not changed. 310 

2) Scenario 2 – The same two person mixture was used as in scenario 1.  Both contributors were 311 
degraded. 312 

3) Scenario 3 – A three person mixture of S2, S3, and S4 was used at a 3:2:1 ratio and a concentration of 313 
300:200:100 pg respectively.  S4 was degraded and the other two contributors were not. 314 

4) Scenario 4 – The same three person mixture was used as in scenario 3.  All three contributors were 315 
degraded. 316 

5) Scenario 5 – A four person mixture of S1, S2, S3, and S4 was used at a 4:3:2:1 ratio and a concentration 317 
of 400:300:200:100 pg respectively.  S4 was degraded and the other three contributors were not. 318 

6) Scenario 6 – The same four person mixture was used as in scenario 5.  All four contributors were 319 
degraded. 320 

The samples were run through STRmix and the resulting LR’s plotted.   321 
 322 

Figure 18.  Two person 2:1 mixtures.  Neat vs Degraded vs Dropout. 323 

 324 
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Figure 19.  Three person 3:2:1 mixtures.  Neat vs Degraded. 325 

 326 

  327 
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Figure 20.  Four person 4:3:2:1 mixtures.  Neat vs Degraded. 328 

 329 

 330 

4.1.8 Allele drop-in. 331 

Drop-in peaks were artificially added in silico in a prepared mixture of three known contributors.  The peaks used 332 

were actual drop-in peaks previously observed in Laboratory casework samples and used in the drop-in model 333 

calculation. 334 

Mixture used: A 3 person mixture of S2, S3 and S4 at a ratio of 3:2:1 and concentration of 300:200:100 pg, 335 

respectively was prepared (3P1A 3-2-1 0.100) as follows: 336 

o Drop-in scenario 1 (3P1A-1): Allele 8 at locus D8 ( RFU 39 bp 121.97) 337 

o Drop-in scenario 2 (3P1A-2): Allele 47.2 at locus FGA (RFU 88, bp 336.58) 338 

o Drop-in scenario 3 (3P1A-3): Allele 13 at locus CSF (RFU 34, bp 331.15) 339 

  340 
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Figure 21.  Drop-in effect on the LR. 341 

 342 

4.1.9 Forward and reverse stutter. 343 

The in-house prepared mixture samples were examined for the presence of forward and reverse stutter.  344 

Forward and reverse stutter were present in the various samples that were analyzed with STRmix.  1 mixture 345 

sample exhibited an abnormally high stutter that prevented STRmix from giving the expected LR for one of the 346 

exemplars.  Removal of the offending stutter peak allowed STRmix to proceed with the proper calculation.  This 347 

is a normal part of the routine analysis that is performed.  In cases where the analyst suspects that an individual 348 

is included as a contributor, but STRmix returns an LR at a locus in favor of Hd, the analyst would normally 349 

examine the electropherogram to determine if a cause for the exclusion can be ascertained.  If an abnormally 350 

high stutter peak or artifact that labeled is present, the analyst will be able to adjust the profile to allow STRmix 351 

to perform a high quality deconvolution. 352 

4.1.10 Intra-locus peak variance. 353 

The single source dilutions and some of the mixtures that were used in this study exhibited varying degrees of 354 

Intra-locus peak variance.  It can be seen from the numerous charts throughout that STRmix is capable of 355 

analyzing electropherograms that exhibit Intra-locus peak variance. 356 

4.1.11 Inter-locus peak variance. 357 

Inter-locus peak variance is routinely encountered in forensic casework samples.  Past experience has found that 358 

inter-locus peak variance increases in samples that have an amount of DNA present that is less than the target 359 

level.  The samples tested and reported in the experiments above contained varying amounts of inter-locus peak 360 

variance.  STRmix was able to properly deconvolute the samples and return a valid LR. 361 

4.1.12 For probabilistic genotyping systems that require in-house parameters to be established, the internal 362 

validation tests should be performed using the same parameters. 363 
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As indicated in the Background, STRmix requires several parameters to be established in-house.  All parameters 364 

were calculated and established prior to running the internal validation studies. 365 

4.1.13 Sensitivity, specificity and precision, as described for Developmental Validation. 366 

Sensitivity and Specificity: 367 

Sensitivity is defined as the ability of the software to reliably resolve the DNA profile of known contributors 368 

within a mixed DNA profile for a range of starting DNA template. The Log(LR) for known contributors (Hp true) 369 

should be high and should trend to 0 as less information is present within the profile.  Information includes the 370 

amount of DNA from the contributor or interest, conditioning profiles, replicates and decreasing numbers of 371 

contributors.   372 

Specificity is defined as the ability of the software to reliably exclude known non-contributors (Hd true) within a 373 

mixed DNA profile for a range of starting DNA template.  The LR should trend downwards as less information is 374 

present within the DNA profile. 375 

Specificity and sensitivity are tested by calculating the LR for a number of two, three and four person mixtures 376 

for both known contributors and known non-contributors.  The LR distributions for Hp true and Hd true are well 377 

separated at high template for two person mixtures.  As the number of contributors increases and the template 378 

lowered, the two distributions converge on Log(LR)=0.  At high template, STRmix correctly and reliably gives a 379 

high LR for true contributors and a low LR for false contributors.  At low template or high contributor number, 380 

STRmix correctly and reliably reported that the analysis of the sample tends toward uninformative or 381 

inconclusive. 382 

A set of 2 person, 3 person and 4 person mixtures were run using previously described Laboratory protocols.  383 

The GeneMapper data was run in-house using STRmix and the resulting GeneMapper Tables were sent to ESR 384 

for the generation of the charts below.  These were the mixtures described above as Mixture Set 1. 385 

The plots in Taylor1 have been reproduced using data generated by this Laboratory.  Thirty five four person mixed 386 

DNA profiles were generated by the laboratory using Identifiler Plus™.  Half of the profiles were in the 387 

approximate proportions 4:3:2:1.  The amount of DNA corresponding to the smallest contributor ranged from 388 

100 pg to 0.625 pg.  Twelve of the profiles were in equal proportions (1:1:1:1), where the amount of DNA from 389 

each contributor ranged from 400 pg to 6.25 pg.  Some of the profiles were artificially degraded.  Three and two 390 

contributor profiles were prepared similarly.  A summary of the profiles is provided in table 1.  These profiles 391 

represent the ‘worst’ types of profiles likely to be encountered by the laboratory.  Each profile was interpreted 392 

in STRmix™ and compared to the known contributors and 200 known non-contributors.  The non-contributors 393 

were generated artificially using a Caucasian allele frequency database Budowle2.  A plot of the Log(LR) versus 394 

DNA amount and average peak height (APH) per contributor (pg) for each dataset is provided in Figures 22-24 395 

below.  The per contributor amount for Hd true contributors was taken as the average of the known contributors.  396 

The APH per contributor was taken from the unshared and unmasked alleles (and therefore could be less than 397 

60 RFU). 398 

  399 
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Table 4.  Summary of profiles interpreted in STRmix™ to investigate sensitivity and specificity. 400 

Number of 
contributors 

Ratios Range of input DNA Number interpreted 

Four 4:3:2:1 and 1:1:1:1 6.25 to 400 pg 35 

Three 3:2:1 and 1:1:1 6.25 to 400 pg 35 

Two 2:1 and 1:1 6.25 to 400 pg 35 

 401 

Inspection of the sensitivity and specificity plots shows the separation for the LR distribution for Hp and Hd true 402 

propositions is less than that previously reported for GlobalFiler profiles1.  This can be attributed to the fact the 403 

Identifiler Plus has six fewer loci used within the LR calculation and therefore Identifiler Plus has a lower 404 

discrimination power.  A review of the electropherograms for the mixtures that were used found that the 405 

mixtures in which Hp true and Hd true tend to overlap or approach zero were very poor quality mixtures, many 406 

of which would not qualify for running through STRmix if they were actual casework samples.  This data therefore 407 

supports the practice of having trained analysts interpret the electropherograms and determine if they have a 408 

suitable number of loci that exhibit alleles that will yield a reliable LR when analyzed by STRmix. 409 

  410 
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Figure 22.  Two contributors: Hd true N = 200. 411 

 412 
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Figure 23.  Three contributors: Hd true N = 200. 414 

 415 

  416 
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Figure 24.  Four contributors: Hd true N = 200. 417 

418 
Section References:  419 

1. Taylor D. Using continuous DNA interpretation methods to revisit likelihood ratio behaviour. Forensic Science International: Genetics. 420 

2014;11:144-53. 421 

2. Budowle B, Moretti TR, Baumstark AL, Defenbaugh DA, Keys KM. Population data on the thirteen CODIS core short tandem repeat loci in 422 

African Americans, US Caucasians, Hispanics, Bahamanians, Jamaicans and Trinidadians. Journal of Forensic Science. 1999;44:1277-86.  423 
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Precision (Reliability): 424 

The MCMC process is used to determine the weights within STRmix for different genotype combinations.  This 425 

is a sampling procedure and therefore the weights will vary slightly between each run.  2 person, 3 person and 426 

4 person mixtures from above were run through STRmix a total of 10 times each.  The resulting LRs were plotted 427 

and can be seen in the charts below.  The results demonstrate the variability in the LRs due to the MCMC process.  428 

However, they also demonstrate that the variability is random and the values obtained for the various runs 429 

remain close.  This is consistent with the model described by the developer.  The results can be seen in Figures 430 

25-27.  To further account for the variability of the allele frequency database and the MCMC process, STRmix 431 

V2.3 uses the highest posterior density (HPD) method, which is a type of confidence interval. 432 

In most instances, the default MCMC settings of 100,000 accepts with a burn-in of 20,000 will yield STRmix 433 

results with acceptable diagnostics.  STRmix provides diagnostics for each analyzed sample.  For cases in which 434 

complex mixtures fail to yield acceptable diagnostics, the analyst is to re-run the sample with an increased 435 

MCMC.  This will reduce the variability of the resulting LR.  To demonstrate the effectiveness of this, a complex 436 

3 person mixture was analyzed 10 times in STRmix with the MCMC increased to 500,000 accepts and a burn-in 437 

of 100,000 iterations.  The data is plotted in Figure 28.  It can be seen that the standard deviation and variance 438 

of the LR is decreased with the higher number of MCMC iterations.  The average Log(LR) is also slightly decreased 439 

with increased MCMC accepts.  However, evaluation of the average plus the standard deviation shows that the 440 

LR obtained with 100,000 MCMC accepts tends to overlap and is not significantly different than that obtained 441 

with 500,000 MCMC accepts.   442 

Figure 25.  2 person precision.  100,000 MCMC accepts.  Standard Deviation bars are indicated for each Log 443 

(LR). 444 

 445 

  446 
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Figure 26. 3 person precision.  100,000 MCMC accepts.  Standard Deviation bars are indicated for each Log 447 

(LR). 448 

 449 

Average:  6.7361  7.9886  7.3623 

SD:  0.6287  0.5368  0.3296 

Variance:  0.3953  0.3202  0.1207 

  450 
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Figure 27.  4 person precision, 100,000 MCMC accepts.  Standard Deviation bars are indicated for each Log 451 

(LR). 452 

 453 

  454 
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Figure 28.  3 person mixture 500,000 MCMC accepts.  Standard Deviation bars are indicated for each Log (LR). 455 

 456 

Average:  6.1476  7.6861  6.8672 

SD:  0.2859  0.2611  0.2468 

Variance:  0.0817  0.0681  0.0609 

 457 

4.1.14 Additional challenge testing (e.g., the inclusion of non-allelic peaks such as bleed-through and spikes in 458 

the typing results). 459 

One of the 3 person mixtures exhibited pull-up at one of the loci.  When run through STRmix and searched 460 

against a database of possible contributors (including the expected contributors), STRmix was not able to identify 461 

one of the contributors.  This was an expected outcome.  STRmix interprets analyzed data.  It assumes that all 462 

peaks within the input file are either allelic or stutter.  If a non-allelic peak (i.e. pull-up or spike) this may cause 463 

an exclusionary LR.  The same dilution was re-amplified and no pull-up was observed in the repeat amplification.  464 

After deconvolution, STRmix was able to accurately identify all contributors to the sample. 465 

Additional mixtures from one of the sets above were prepared in silico to have pull-up.  These were run through 466 

STRmix. 467 

Two pull-up scenarios were analyzed by artificially adding peaks in pull-up positions to a prepared mixture of 468 

two known contributors.  The mixture used (2P6A 1:1 0.400) consisted of one from Mixture Set 1. 469 
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1. Pull-up Scenario 1: Allele 11 at D13 (RFU 7788, bp 227.5) in green dye pulls up into blue dye 470 

causing the formation of allele 35 at D21 (RFU 385, bp 227.25). 471 

2. Pull-up Scenario 2: Allele 23 at FGA (RFU 2178, bp 237.16) in red dye pulls up into the yellow 472 

dye causing formation of allele 10 at TPOX (RFU 140, bp 237.16). 473 

Results: 474 

Pull-up Scenario 1: Using the standard 100,000 MCMC accepts the LR reported for the neat sample using the 475 

NIST Caucasian Database was 1.31E10.  The sample with pull-up at D21 was analyzed by STRmix using the same 476 

settings.  The resulting LR using the NIST Caucasian Database was 6.73E10.  The pull-up had no effect in this 477 

particular experiment as it was modelled as having originated from the other contributor. 478 

Pull-up Scenario 2: Using the standard 100,000 MCMC accepts the LR reported for the neat sample using the 479 

NIST Caucasian Database was 8.43E6.  The sample with pull-up at TPOX was analyzed by STRmix using the same 480 

settings.  STRmix was unable to resolve the profile at TPOX and returned an LR of zero.  The sample with pull-up 481 

was re-run using 300,000 MCMC accepts.  STRmix successfully deconvoluted the profile at TPOX and returned 482 

an overall LR of 9.41E4.   483 

This demonstrates the need for proper review of the electropherogram prior to analysis with STRmix.  The 484 

STRmix manual states that “labels must be removed from all other artifacts including forward stutter, pull-up, 485 

spikes and dye blobs.”  A trained analyst is able to recognize these artifacts and unmark them prior to loading 486 

into STRmix.  If STRmix fails to resolve a profile at a particular the locus, the trained analyst will review the 487 

electropherograms to determine if any artifacts were missed. 488 

4.2 Laboratories with existing interpretation procedures should compare the results of probabilistic 489 

genotyping and manual interpretation of the same data, notwithstanding the fact that probabilistic genotyping 490 

conclusions are inherently different from and not directly comparable to binary conclusions (e.g., exclusion or 491 

inclusion).  Match statistics that are generated by these two approaches are based on different assumptions, 492 

thresholds and formulae.  However, such a comparison should be conducted and evaluated for general 493 

consistency. 494 

 4.2.1 The Laboratory should determine whether the results produced by the probabilistic genotyping 495 

software are intuitive and consistent with expectations based on non-probabilistic mixture analysis 496 

methods. 497 

 4.2.1.1 Generally, known specimens that are included based on non-probabilistic analyses would be 498 

expected to also be included based on probabilistic genotyping. 499 

 500 

Case Samples 501 

Adjudicated case samples (66 different items) were analyzed using STRmix.  The samples consisted of swabs 502 

from various types of evidence.  The swabs were run during the normal part of casework.  Two person, three 503 

person or four person DNA mixtures of varying quality were obtained.  Buccal specimens from suspected 504 

contributors to the mixtures were obtained and analyzed in a similar fashion.  Buccal swabs from at least one 505 

suspect were submitted for each case.  The resulting evidentiary DNA profiles were visually compared by the 506 
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analyst to determine if the suspect could be a contributor to the DNA mixture.  Laboratory protocol for mixture 507 

interpretation can yield one of 3 possible conclusions: 508 

1. Cannot be excluded 509 

2. Inconclusive-does not meet Laboratory criteria for reporting using CPI 510 

3. Excluded 511 

If the suspect could not be excluded following established Laboratory protocols, a Restricted CPI or RMP was 512 

calculated and reported. 513 

A review of the casework data by the original analyst found the following reported results: 514 

1. Twenty (20) suspects were excluded as contributors to the DNA Mixture 515 

2. Twenty-three (23) suspects were inconclusive for reporting 516 

3. Twenty-three (23) could not be excluded as contributors to the DNA mixture 517 

Each profile was analyzed using STRmix with subsequent comparison to the corresponding buccal specimen.  518 

The following hypotheses were used: Hp: The suspect is a contributor to the DNA mixture 519 

     Hd: An unknown individual is a contributor to the DNA mixture 520 

The resulting LRs were examined and compared to the original results obtained by the analyst.  All previously 521 

excluded individuals returned an LR ≤0.  All but twelve individuals previously reported as “inconclusive” returned 522 

an LR >1.  Twenty-two individuals previously reported as “cannot be excluded” returned an LR that exceeded the 523 

probability value reported using the Restricted CPI or RMP method.  One sample (Case #67) returned an LR that 524 

was lower than the previously reported CPI, but was still greater than 1.  A graphical representation of the Log 525 

(LR) vs. the “Human Interpretation” can be found in Figure 29, below.  It should be noted that there is 526 

overlapping of some data points on the chart and therefore, not all data points are visible. 527 

  528 
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Figure 29.  Log (LR) vs. Human Interpretation of case work samples. 529 

 530 

  531 
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Table 6.  Data points for Figure 11. 532 

Excluded Inconclusive 
Not 

Excluded 

-11 11 9 

-9 -12 12 

-3.0 -1 6 

-12 -1 10 

-4 2 16 

-5 6 10 

-5 10 12 

-2 -1 13 

0 -15 8 

-3 3 18 

-4 -2 19 

-6 6 6 

0 0 4 

-2 2 11 

-1 0 8 

-8 3 9 

-2 10 14 

-1 3 9 

-4 1 8 

-1 1 2 

  -1 13 

  2 6 

  1 10 

 533 

  534 
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 535 

 4.2.1.2 For single-source specimens with high quality results, genotypes derived from binary manual 536 

interpretation of profiles above the stochastic threshold should be in complete concordance with the 537 

results of probabilistic methods. 538 

Check of the LR 539 

Using STRmix and the default settings described above, 5 single source profiles were tested.  These consisted of 540 

staff DNA profiles that were amplified with the Laboratory’s target amount of DNA (0.5ng) with Identifiler Plus 541 

using established Laboratory protocols and were subsequently analyzed with STRmix using the above settings. 542 

Two files were generated for each sample.  The first sample was a mock crime scene sample consisting of the 543 

DNA profile from the individual staff member.  A second file was generated as the corresponding known sample 544 

from the same individual.  The DNA profiles were entered into STRmix and the LR was calculated for each sample 545 

using the following two hypotheses: 546 

Hp: The DNA originated from the POI 547 

HD: The DNA originated from an unknown individual 548 

The LR was also calculated by hand using an Excel spreadsheet provided by ESR.  The formulas in the Excel 549 

spreadsheet were examined by Laboratory staff and verified to be correct.  The population databases used were 550 

the NIST Caucasian, Black and Hispanic.  The results can be found in Table 7, below.  It can be seen that the LR 551 

generated by STRmix for each of the samples and in each of the population groups was mostly the same as those 552 

generated using the Excel spreadsheet.  Minor differences were noted but can be attributed to rounding 553 

conventions used by STRmix.  The printout of the LR results from STRmix uses 3 significant figures for reporting.  554 

        

       

555 



Erie County Forensic Laboratory STRmix Validation-2015 Page 38 of 41 
 

Table 7.  Single Source LR Verification. 556 
 557 

 

Caucasian  Black  Hispanic 

Staff STRmix LR Manually Calculated LR  STRmix LR Manually Calculated LR  STRmix LR Manually Calculated LR 

Staff 1 4.61E+17 4.61E+17  8.07E+18 8.08E+18  6.89E+18 6.88E+18 

Staff 2 9.95E+18 9.96E+18  7.07E+19 7.07E+19  2.53E+19 2.53E+19 

Staff 3 2.92E+16 2.92E+16  1.43E+18 1.43E+18  9.95E+16 9.95E+16 

Staff 4 3.26E+16 3.26E+16  1.61E+18 1.61E+18  2.42E+17 2.42E+17 

Staff 5 2.63E+18 2.63E+18  4.38E+18 4.38E+18  1.98E+18 1.98E+18 

 558 

 559 
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Check of the Weights 560 

A dilution series of a single source profile was run.  The resulting LR for the known contributor was calculated 561 

for each dilution.  The data were plotted as the DNA Concentration versus the LR.  The results can be seen in 562 

Figure 30, below.  The data demonstrates the expected drop in LR that is seen with decreasing drop in the 563 

quantity/quality of DNA. 564 

Figure 30.  DNA Concentration vs LR. 565 

  566 

  567 
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The number of alleles versus the Log LR was also plotted and can be found in Figure 31, below.  The results 568 

demonstrate an increasing LR as the number of alleles increases.  The data obtained for the mixture experiments 569 

demonstrates that the weights obtained from the STRmix results are intuitively correct. 570 

 571 

Figure 31.  Plot of The Number of Alleles vs LR. 572 

 573 

574 
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